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Abstract
The use of spark assisted chemical engraving (SACE) to produce glass
apertures that are suitable for the formation of artiﬁcial bilayer lipid
membranes is described. Prior to use, the glass apertures were rendered
hydrophobic by a silanization process and were then incorporated into a
simple microﬂuidic device. Successful bilayer lipid membrane (BLM)
formation and the subsequent acquisition of single-channel recordings are
demonstrated. Due to the simplicity and rapidity of the SACE process, these
glass apertures could be easily integrated into an all-glass microﬂuidic
system for BLM formation.
1. Introduction
Inrecentyears,severalresearchgroupshavebegundeveloping
microfabricated systems for the formation of artiﬁcial bilayer
lipid membranes (BLMs), into which membrane proteins
can be subsequently reconstituted [1–3]. BLMs act as a
natural support for membrane proteins and may be formed
by the self-assembly of a lipid–solvent ﬁlm that is spread
across a hydrophobic aperture, surrounded by an aqueous
medium. Artiﬁcial BLMs created in this manner have been
in use for over 40 years [4]. As well as being required
for fundamental studies of protein function using standard
electrophysiological techniques, they are of importance for a
wide range of applications, including the development of high
sensitivity biosensors, drug screening platforms and single
molecule protein studies [5, 6].
To exploit the many beneﬁts of miniaturization (such
as the small quantities of solution required by microﬂuidic
systems, the potential for developing high-throughput
analyticalplatformsandtheintegrationofelectricalandoptical
analytical techniques), we and other groups have previously
developed both silicon and poly(methyl methacrylate)
microdevices for forming suspended lipid bilayers [7–12].
Whilst there are several difﬁculties associated with using
silicon devices, including the fragility of silicon nitride
membranes and problems due to the low resistivity of silicon
orlargeshuntcapacitances,polymericdevicesovercomethese
issues and provided a rapid, low cost solution to fabrication.
Onemajordrawbackofthesepolymericdevices,however,
is their lack of chemical resistance, meaning that they are
essentially single-use devices. In situations where it would be
desirabletothoroughlycleanadevicebeforeuse(forinstance,
when performing single molecule ﬂuorescence experiments)
or to use the same device more than once (so as to ensure
constant geometric parameters), an all-glass design would be
advantageous, due to the excellent chemical resistance and
transparency of glass, and its ability to withstand hot solutions
andultrasonicationwhencleaning. Furthermore,glassdevices
would also be less prone to scratching and would be more
robust.
The formation of BLMs across microfabricated glass
apertures has previously been reported, as has the acquisition
of G  seal resistances when performing patch clamp
experiments across such apertures [13, 14]. However, in
these examples, an ion track etching method was employed
to create the apertures. This involved ﬁring a single gold ion
through a thinned region (80 µm) of a glass substrate and
then etching down the latent ion track using hydroﬂuoric acid.
Whilst this approach produced smooth, well-deﬁned, micron-
scale apertures, it required the use of a linear accelerator, an
extremely expensive piece of equipment that is not widely
available. This paper presents an alternative approach, where
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a simple spark assisted chemical engraving (SACE) process
(also known as electrochemical discharge machining, ECDM)
is used to form glass apertures that are subsequently silanized
toproduceasuitablyhydrophobicsurfaceforBLMformation.
SACE is a type of electric discharge machining technique
that is used to pattern non-conductive samples, which are
immersed in an electrolyte solution. It was ﬁrst reported as
a machining technique by Kurafuji et al in 1968 [15], who
employed it for drilling holes through glass workpieces, and
has since been employed to create a variety of microstructures
in glass [16–18] and other materials. Typically, the work
piece is submerged in a strong electrolyte solution (such as
10–30% NaOH) directly beneath a tool electrode (generally
with a gap of less than 25 µm[ 19]). A potential of 25–50 V
is applied between the tool electrode (cathode) and a counter
electrode (anode), resulting in electrolysis at both electrodes,
with H2 being generated at the cathode and O2 at the anode. If
the applied voltage is above the critical voltage of the system
(which is dependent upon the electrolyte concentration and
the tool electrode material and geometry [16]), the rate of
electrolysisatthetoolelectrodewillbehighenoughtoproduce
such a density of bubbles that they coalesce to form a gas ﬁlm,
thus separating the electrode from the electrolyte [19, 20].
The electric ﬁeld in this gas ﬁlm will be sufﬁciently high
to cause electrical discharges from the electrode to the
electrolyte. A combination of chemical reactions (involving
thecomplexationofsilicate)andthermaleffectsresultingfrom
thedischargeresultsinetchingoftheworkpieceinthevicinity
of the tool electrode.
Here we combine the SACE process with glass
silanization to produce a simple and robust alternative to Si
and polymer apertures for the creation of suspended BLMs.
Byincorporating the glass aperturesinto a simple microﬂuidic
device, the formation of suspended BLMs that are amenable
to both optical and low noise electrical measurements is
demonstrated. Furthermore, the SACE technique is readily
applicable to creating apertures through microﬂuidic channels
that have previously been structured using an alternative glass
etching technique, thereby enabling the production of an
all-glass microﬂuidic device for suspended BLM formation.
Such a device would be low-cost, robust, and chemically
and thermally resistant, with favourable electrical and optical
properties, thus combining the beneﬁts of both silicon and
polymeric devices.
2. Materials and methods
2.1. Formation of apertures by SACE
The SACE apparatus employed for machining apertures is
described in ﬁgure 1. A function generator outputting a 5 Hz
square wave was used to gate a FET connected to the output of
a power supply. The sample, counter and tool electrodes were
immersed in a 30% (w/v) NaOH solution, the tool electrode
being attached to a Z-positioner, whilst the entire SACE cell
was mounted on an X–Y stage over a microscope objective,
enabling the etching process to be monitored. Initially, the
toolelectrodewaspositionedslightlyabovethesamplesurface
(30–40 µm higher), so that no etching occurred until the
electrode was lowered further [19]. Then, after a 30 V square
Figure 1. SACE apparatus. The sample (light grey) and the counter
and tool electrodes (black) are immersed in a NaOH bath. The bath
is mounted on an X–Y stage (dark grey, with a central hole for a
microscope objective, the microscope being connected to a CCD
camera), so that the sample can be positioned with respect to the
tool electrode. The latter is attached to a Z-positioner (dark grey).
wave had been applied, the electrode was lowered downwards
inonestepuntilitwasapproximately10µmabovethesurface.
From this point onwards, the tool electrode was gradually and
continuously lowered until bubbles were observed rushing
along the bottom of the sample, indicating that an aperture
had formed. The voltage supply was then cut off and the
total z-movement and machining time (from the initial 10 µm
position onwards) were noted.
When forming BLMs, an aperture diameter in the range
of 50–150 µm is typically desirable. In order to achieve this,
a 3.5–5 µm tip-diameter tungsten probe (SE-20T or SE-T
Signatone probes, Sel-Tek, Glasgow) was employed as the
tool electrode and apertures were machined in 100–160 µm
thick borosilicate glass coverslips. In addition, to assemble
a glass aperture within a ﬂuidic device, inlet and outlet holes
were also required (as discussed below and as illustrated in
ﬁgure 2). These were machined using a 150 µm diameter
stainless steel wire.
2.2. Silanization of glass apertures
To create a sufﬁciently hydrophobic surface for BLM
formation, the glass apertures were chemically modiﬁed using
a silane compound, perﬂuorooctyl-trichlorosilane (PF-TCS).
Before silanization, the glass apertures were cleaned in an
ultrasonic bath with the following sequence of solutions: 1:5
Decon 90 in RO water at 60 ◦C, RO water, acetone, methanol,
RO water. Two procedures were then employed to silanize the
glass surface. The ﬁrst was to immerse the sample for 30 min
ina1%silanesolutiondilutedwithethanol, beforethoroughly
rinsing it with ethanol and then blow drying. The second was
to place the sample in a vacuum chamber alongside 50 µl
of undiluted silane prior to evacuating the chamber until the
silane droplet began to bubble off. The sample was then left
exposed to the silane vapour for 30 min. In both cases, the
glass aperture was subsequently baked at 120 ◦C for 20 min.
To assess the hydrophobicity of the silanized glass, a simple
microscopewasusedtovisualizethecontactangleofadroplet
of water, approximately 0.5 µl in volume.
2.3. Microﬂuidic devices for artiﬁcial BLM formation
Figure 2 illustrates the structure of a useable microﬂuidic
device for BLM formation. It can be envisaged fabricating
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Figure 2. An all-glass microﬂuidic device for BLM formation. Diagrams illustrating a microﬂuidic structure that can be employed to create
on-chip lipid bilayers. It incorporates a central aperture that is situated between a lower microﬂuidic channel and an upper open well. (a)A n
exploded view of the structure, looking from beneath. (b) The complete structure from above, with the edges of the embedded lower channel
marked by the white dashed lines. (c) An illustration depicting an artiﬁcial lipid bilayer formed across a glass aperture. The bilayer region,
which self-assembles from a lipid solution that is applied to the aperture, is surrounded by a thicker lipid–solvent annulus.
such a structure by a combination of wet etching, SACE and
glass thermal bonding (as will be discussed below). However,
for assessing the suitability of silanized glass apertures for
the formation of suspended BLMs, a simple microﬂuidic test
device with the same structure can be very rapidly constructed
using a double sided adhesive tape to form ﬂuidic channels.
These test devices comprised (from the base of the
structure upwards): a glass coverslip, a layer of 100 µmt h i c k
double sided adhesive that had a 1–2 mm wide channel cut out
of it; the silanized glass coverslip with its central aperture and
two larger holes for ﬂuidic access, corresponding to both ends
of the lower channel; a PMMA well that was bonded to the
silanized glass using a cyanoacrylate adhesive; and an inlet
and an outlet reservoir that were attached over the two ports
using epoxy (not shown in ﬁgure 2). The aperture was aligned
so as to be in the centre of both the ﬂuidic channel and the
PMMA well.
2.4. Formation of on-chip artiﬁcial BLMs
When in use, the device was mounted over the ×40 objective
of a transmission microscope that was connected to a CCD
camera. Before attempting to form a BLM, the lower channel
was ﬁlled with buffer solution (typically 0.15 M KCl), and
Ag|AgCl electrodes were inserted into the lower channel
inlet and into the well. These electrodes were attached to
an ID562 BLM ampliﬁer (Industrial Developments Bangor,
UK) that was connected, via a National Instruments 6036E
data acquisition card (Newbury, UK) to a PC. 0.2 µlo f
20 mg ml−1 1,2-diphytanoyl-sn-glycero-3-phospho-choline in
n-decane was then injected onto the base of the well. After
waiting a few seconds for the lipid solution to ﬂow over the
silanized glass, buffer was injected into the upper well.
If a bilayer did not form spontaneously (as determined
from capacitance measurements and by optically monitoring
the aperture area), the buffer in the upper well was either
agitated or removed, and re-injected so as to encourage the
thinning process. To conﬁrm that a BLM had successfully
formedandtoassessthecurrentnoise,asolutionofGramicidin
D (Sigma–Aldrich, UK) was injected into the upper well.
A gramicidin concentration of 1ng ml−1 in ethanol was
employed, and 1 µl was injected.
3. Results and discussion
3.1. Formation of apertures by SACE
Using the procedure described above, glass apertures with
diameters in the desired range were successfully produced
by the SACE process. By using a tungsten probe with
a small tip diameter (3.5–5 µm) as the tool electrode and
by carefully controlling the descent of the electrode using
a micromanipulator (something that cannot be done using
a gravity feed system), a range of apertures with different
dimensions were produced. For instance, in order to produce
an aperture with a diameter of approximately 100 µm through
a 100 µm thick glass coverslip, the tool electrode was moved
downwardsatacontinuousrate,from10µmabovethesurface
to 80 µm below over a period of 30 s. By varying the
rate at which the tool electrode is lowered, its ﬁnal vertical
position and the length of time between the emergence of
the initial aperture opening and the shutting off of the power
supply, different aperture diameters and aspect ratios may
be obtained using the same tool electrode: the faster the





Figure 3. Glass apertures formed by SACE. Optical microscope images of a 100 µm diameter aperture focused on the narrow opening (a)
a n da7 0µm diameter aperture focussed on the wider opening (b). Electron micrographs of a 40 µm diameter aperture showing that no
damage occurs to the surrounding glass and that smooth side walls are obtained (c and d).
descent and the faster the cut-off, the shallower and smaller
the resulting aperture. Other parameters such as electrode
dimensions, temperature, electrolyte concentration, applied
voltageandcurrentlimitationwerenotvariedduringthiswork
but these factors have been well studied elsewhere and could
be optimized if required [16–20].
As can be seen from ﬁgure 3, the resulting apertures have
aconicalshape, withthetoolelectrodesidebeingsigniﬁcantly
wider,intheorderof200–250µmdiameterintheseexamples.
(This taper results primarily from the isotropic nature of the
etchingprocess,sotheupperentranceside,whichwillundergo
some etching throughout the entire machining process, will
have a diameter that is larger than the lower side.) This shape
is actually beneﬁcial for bilayer experiments, as it will lower
the access resistance of the system [21]. Three apertures
with different narrow-side diameters are shown: 100 µm,
70 µm and 40 µm. It can be seen that there is no damage
to the surrounding glass and that the sidewalls of the apertures
are very smooth. There are some undulations around the
wider opening (shallow ring patterns can be clearly seen in the
SEMs), but as the BLMs are to be formed across the narrower
side of the aperture, this is not important. Additionally, the
SACE process is a very rapid method of creating apertures,
the total machining time for each of these apertures being less
than 1 min.
Furthermore, whilst these apertures have favourable
dimensions for BLM formation, the production of apertures
with decreased dimensions should be readily achievable.
Improvements that could be incorporated in order to achieve
this include automation of the z-movement, so as to precisely
control the speed of the tool electrode, and integration of
a system that enables more rapid shutdown of the voltage
after the etching process initially opens up the narrow side of
the aperture. Of course, the use of a smaller tool electrode
with a shallower cone angle would also be beneﬁcial1. With
such modiﬁcations, it should be possible to rapidly create
signiﬁcantly smaller glass apertures, potentially within the
region of patch clamp requirements, where an aperture no
more than a few microns in diameter is required [22].
A single tool electrode (ﬁgure 4(a)) can be employed to
machine several apertures, although it will degrade slightly
with use. Figure 4(b) shows an electrode tip that has
been used to machine 15 samples, the degradation resulting
from a combination of erosion and mechanical damage from
contacting the work piece. Corresponding images of an
aperture machined by this electrode are given in ﬁgure 4(d),
the contour of the aperture being more elongated and slightly
uneven.
Tool electrodes, however, can be re-generated using
an electrochemical sharpening process, electrochemical
techniques having been widely employed for creating sharp
probes for scanning tunnelling microscopy (STM) and atomic
force microscopy (AFM) [17]. Indeed, these techniques
could be employed to create the tool electrode from a plain
metal wire, which would enable some degree of tailoring
to a desired electrode shape. (This may be beneﬁcial if
attempting to produce smaller features or to create a variety
of sidewall angles.) When regenerating a tool electrode for
BLM aperture formation, all that is required is a brief (5–10 s)
application of an inverse SACE potential to the electrode
(the tool electrode becoming the anode) in the same NaOH
solution, which induces oxidative dissolution of the tungsten
1 It has previously been reported that, even when using extremely sharp
probes as the tool electrode (with apex radii of <100 nm), a minimum feature
size of 25 µm is attainable [17]. However, this refers to the tool-side width
of the feature and not to the dimensions of its base, which are noticeably
narrower. As, for BLM aperture formation, it is the narrowest side that is
important, it should be possible, using sharp electrodes and careful control of
the voltage shutdown after opening up the lower side, to create signiﬁcantly
smaller apertures.




Figure 4. SACE tool electrodes.( a) An unused tool electrode.
(b) The same tool electrode after machining 15 apertures, which
now has a rougher, non-circular tip. (c) A tool electrode after
regeneration. (d) An aperture formed with the electrode shown in
(b), the upper image focused on the narrower opening and the lower
image on the wider side. (e) An aperture formed with a regenerated
electrode (upper and lower images as before). In all pictures, the
scale bar is 100 µm.
probe (ﬁgure 4(c)). Although the resulting shape is not as
sharp and well deﬁned as the original, commercial probe (as
theregenerationprocedureemployed, whilstrapidandsimple,
has not been fully optimized), it is nonetheless satisfactory
for producing apertures for BLM formation, as shown in
ﬁgure 4(e). Hence, one tool electrode can be employed many
times and may be effectively regenerated without having to
removeitfromtheSACEbath, whichisusefuliftheformation
of multiple apertures is required.
3.2. Silanization of glass apertures
Before the glass apertures can be employed for BLM
formation they must be made hydrophobic. This is due to
the bilayer formation process relying upon surface-tension-
induceddrainageofthenon-polarsolvent(decaneinthiscase)
to thin the initially thick lipid–solvent layer down to that of
a lipid bilayer. Silane coupling agents are widely used for
modifying the surface chemistry of glass substrates [23], as
the silane anchor group (which couples to surface hydroxyl
groups via siloxy linkages) can be attached to a wide variety
Figure 5. Contact angle of glass surfaces. Images showing the
contact angle of a native glass surface (left) and a glass sample






Figure 6. A microﬂuidic test device. A microﬂuidic device used to
test the formation of bilayers across silanized glass apertures. The
boundaries of the lower channel (a) and the position of the aperture
(b) are marked. One electrode was inserted into an inlet reservoir for
the lower channel (c) and the other into the upper well. In this
example, a channel machined into the PMMA connected the base of
the upper well to a ﬂuidic connector (d), so as to enable simple
manipulation of the solution within the well.
(This ﬁgure is in colour only in the electronic version)
of functional groups. In PF-TCS, the silane group is linked to
a hydrophobic, ﬂuorinated carbon chain. By functionalizing
the surface of the glass apertures with PF-TCS, using either
of the two procedures described above, a signiﬁcant increase
in the measured contact angle was obtained (ﬁgure 5). Clean,
unmodiﬁedglassexhibitsacontactangleintheorderof20–25◦
for de-ionised water. After silanization, the surface of glass
became markedly hydrophobic and the contact angle rose to
approximately 110◦ (close to that of TeﬂonR  , whose contact
angle was measured to be in the order of 114◦).
Unlikesomepreviousreportsregardingsilanizedsurfaces
forsuspendedBLMsupports[12], thePF-TCScoatingproved
to be quite durable and it was not necessary to silanize the
apertures on the day of BLM formation. When the contact
angle of silanized glass samples was measured after 24 h,
48 h, 10 days, 30 days and 90 days of storage (in air at
roomtemperature),anegligibledifferenceincontactanglewas
observed with respect to the initial value, even after 90 days
(when the value was measured as approximately 108◦).
Therefore, multiple apertures may be silanized at one time
and stored for later use.
3.3. Formation of on-chip artiﬁcial BLMs
An example of a test device used for assessing the suitability
of silanized glass apertures for BLM formation is shown in
ﬁgure 6.
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Forming stable BLMs across the silanized glass apertures
proved to be relatively straightforward. Following injection,
the lipid solution was observed to ﬂow rapidly outwards
over the glass surface. Occasionally, shortly after the
addition of buffer solution, this initially thick lipid–solvent
ﬁlm spontaneously thinned to form a BLM. More typically,
however, agitation, or removal and re-injection of the solution
in the upper well was required to induce the thinning process
(as in ﬁgure 7(a)). The thinning of the lipid ﬁlm was observed
both optically (ﬁgure 7(b)) and electrically2 (by monitoring
the capacitance between the electrodes and comparing it to
the value expected for a BLM, which was calculated from the
aperture area assuming a speciﬁc membrane capacitance of
approximately 0.5 µFc m −2 [3, 9]).
The background currents obtained were low, with a
current noise of less than 1 pA for an applied potential of
100 mV at 1 kHz, and the BLMs could typically withstand
a voltage of 250–300 mV. In order to demonstrate single
channel recording and to verify the formation of a bilayer,
the transmembrane peptide gramicidin was incorporated into
a BLM. Gramicidin D is a heterogeneous mixture of six linear
pentadecapeptide components from Bacillus Brevis that forms
ion channels speciﬁc for monovalent cations [24]. Gramicidin
monomers, which diffuse within a single leaﬂet of a lipid
bilayer, can temporarily come together to form dimmers that
act as pores, resulting in ion conduction through the bilayer
[25]. As these ion channels cannot span a lipid ﬁlm that is
thicker than a bilayer, they can be employed to conﬁrm BLM
formation. Tracesshowingionconductionthroughgramicidin
channels in a BLM, formed within a microﬂuidic test device,
are shown in ﬁgure 8. Clear, quantized jumps can be seen
for both lower and higher numbers of channels (with a single
channel event being in the order of 1–2 pA).
3.4. Incorporation into a microﬂuidic device
As it requires no etch mask and as position control is
straightforward, the SACE process for aperture creation could
be employed in conjunction with other rapid microfabrication
techniques for the production of a simple, all-glass
microﬂuidic platform for BLM formation (with a structure
similar to that of ﬁgure 2(a)). A microﬂuidic channel could
be deﬁned by either a wet etching process, such as the simple
procedure outlined in [8], or by alternative techniques, such as
sandblasting [26], which circumvent the need for HF etchants
(although the resulting channel surface will be signiﬁcantly
rougher than in the former case). An aperture could then
be created through the centre of the channel by SACE. To
2 Lipid bilayers are typically formed by self-assembly of an initially thick
lipid–solvent ﬁlm, which will have a monolayer of amphipathic lipid
moleculesateachofitsaqueousinterfaces[23]. Aspreviouslynoted,thinning
of the lipid–solvent ﬁlm arises primarily from the wetting of the hydrophobic
supportbytheorganicsolvent. Sincethelipid–solventﬁlmmaybeconsidered
as a dielectric layer in a parallel plate capacitor, the thinning of the lipid–
solvent ﬁlm from a thick layer down to that of a lipid bilayer (∼5n mt h i c k )
may be monitored by measuring the capacitance across the aperture. The
measured capacitance will increase as the lipid–solvent layer thins, reaching
a stable value once a BLM spans the majority of the aperture, with a thicker
lipid–solvent annulus (known as the Plateau-Gibbs border) remaining around
theperimeteroftheaperture. BLMformationmayalsobemonitoredoptically.
Whenusingatransmissionmicroscope, theemergenceofabilayerregionwill











Figure 7. BLM formation and image.( a) A capacitance trace
acquired during formation of a bilayer within a 120 µm diameter
aperture, which stabilized at a value of 47 pF. A capacitance in the
order of 45–50 pF would be expected for this aperture, when taking
into account the presence of a surrounding annulus and assuming a
speciﬁc membrane capacitance of approximately 0.5 µFc m −2.I n
this case, the BLM did not form spontaneously after buffer addition,
so the solution in the upper well was removed and then re-injected
in order to encourage thinning of the lipid ﬁlm (the recording of this
trace started prior to buffer re-injection). Although the bilayer
region initially expanded to ﬁll the entire aperture, it then began to
shrink back slightly, creating a more stable structure with a wider
supporting annulus (a behaviour that is occasionally observed).
(b) An image of the aperture region after BLM formation, the light
central area being the BLM region. This light area was seen to
emerge as the lipid–solvent ﬁlm within the aperture began to thin
down to form a BLM.
seal the channel with a smooth substrate, a rapid and low-
temperaturebondingprocess,suchasthatpreviouslydescribed
for soda-lime glass bonding [27] could then be employed. (A
slightlymodiﬁedversionofthisprocessalsoprovedsuccessful
when bonding soda-lime to the borosilicate glass, the process
employed being the following: after clamping the two glass
pieces together, they were placed in an oven at 50 ◦C, ramped
to500 ◦Catapproximately8 ◦Cmin −1,heldatthistemperature
for 30 min, before raising it to 575 ◦C, then held there for a
further 2 h, before ﬁnally cooling the oven down overnight to
50 ◦C.)
By employing thinnest obtainable borosilicate and soda-
lime substrates for the fabrication of the device (the thinnest
sheets being available in borosilicate), the resulting structure
would enable a BLM in the aperture to be visualized
through a high NA, high magniﬁcation objective. This
would allow for the acquisition of both single molecule
ﬂuorescence data, using for instance conventional wide-ﬁeld
epiﬂuorescence microscope [28] and simultaneous electrical–
optical measurements. Additionally, the fabrication process
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Figure 8. Single channel conductances of gramicidin. Traces showing the activity of gramicidin ion channels reconstituted into a BLM
suspended across a glass aperture in a microﬂuidic device. The second trace (with the smaller time and larger current scales) was recorded
approximately 10 min after the ﬁrst, by which point many more gramicidin molecules would have incorporated into the BLM. These traces
were obtained at 100 mV, 1 kHz in 150 mM KCl, 10 mM Hepes, pH 7.4 buffer and were then digitally ﬁltered at 200 Hz. Additionally, the
BLM was formed using a 7:3 POPE:POPG (w/w) lipid solution.
would be amenable to up-scaling for the production of a low-
cost, robust, chemically resistant BLM array platform.
4. Conclusion
The feasibility of using SACE followed by silanization to
create apertures that are suitable for BLM formation has been
demonstrated. The resulting apertures were smooth and a
variety of diameters were obtained. BLMs were successfully
formed within glass apertures that were incorporated into a
simple microﬂuidic device. This straightforward fabrication
techniquecouldbereadilyemployedinconjunctionwithother
well-established processes to create an all-glass microﬂuidic
device for artiﬁcial BLM studies.
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